Dynamic-mode cantilever biosensors are an attractive technology for biological sensing. However, researchers are constantly seeking ways to increase their sensitivity, especially in liquids, in order to rapidly detect biological particles in dilute samples. Here, we investigate a novel gap method for increasing their sensitivity. We design cantilevers with a micron-sized gap between their free end and a supporting structure that constrains the motion of individual particles deposited across the gap. When individual particles are deposited across the gap, they form a bridge between the free end of the cantilever and the supporting structure and generate fundamental resonant frequency shifts that are two orders of magnitude higher than when they are deposited on conventional cantilevers. Through experiments and simulation in air, we show that cantilevers based on the gap method rely on stiffness-change instead of mass-change, and that they are significantly more sensitive than conventional cantilevers. Published by AIP Publishing. [http://dx
INTRODUCTION
Dynamic-mode cantilever biosensors are an attractive technology for biological sensing because they are labelfree, highly sensitive, and can be mass-produced at low cost. [1] [2] [3] [4] [5] With applications looking to measure smaller and smaller particles and to make measurements at lower and lower concentrations, researchers are constantly seeking ways to improve the sensitivity of dynamic-mode cantilevers. The physics describing these devices is well understood; it shows that when their mass increases, their resonant frequency decreases, and that their sensitivity (Hz/g) is related to their resonant frequency, mode order, and quality factor. 6 For measurements in air or a vacuum, significant improvements in sensitivity have been achieved by miniaturizing cantilevers down to the nanoscale. Using such scales, single bacteria 7 and viruses 8 have been detected, and attogram 9 and zeptogram 10 sensitivities have been demonstrated. For measurements in liquids, however, miniaturization has led to much more modest improvements in sensitivity due to the dominating effect of viscous damping at smaller scales. 11 Therefore, other techniques have been developed to increase sensitivity. These include using a resonant frequency tracking circuit 12, 13 using the higher order resonant modes of a millimeter-sized cantilever, [14] [15] [16] [17] [18] [19] [20] or integrating a suspended microchannel into a cantilever. 21, 22 These techniques have provided sensitivities high enough for measuring a single bacterium. However, they can be difficult to implement, are not necessarily adapted to standard micromachining processes, and still leave much to be desired in terms of sensitivity.
Here, we study a new technique called the gap method for increasing the sensitivity of cantilever biosensors. We designed cantilevers that have a micron-sized gap between their free end and a supporting structure. The supporting structure, which we call the particle anchor, serves to constrain the motion of individual particles that are deposited across the micron-sized gap. When individual particles are deposited across the gap, they greatly increase the resonant frequency of the cantilever. Experiments and simulations suggest that cantilevers based on the gap method rely on stiffness-change instead of mass-change, and are significantly more sensitive than conventional cantilevers.
METHODS

Theory
The gap method is based on the following model of a cantilever [see Fig. 1(a) ]. We assume that the cantilever is made of an isotropic material, and that it has a large aspect ratio, a small deflection compared to its thickness, and a single-layer uniform rectangular cross-section. We also assume that damping is negligible. 23 Under these assumptions, the bending resonant frequencies of the cantilever are
where n is the bending mode order, t is the thickness, k n is the solution to 1 þ cos k n ð Þcosh k n ð Þ ¼ 0, L is the length, E is the Young's modulus, q is the density, k eff n is the effective stiffness and m eff n is the effective mass. The right-hand solution is the resonant frequency of the cantilever expressed in the form of an equivalent harmonic oscillator model. The harmonic oscillator model is useful for calculating the fundamental resonant frequency shift caused by the deposition of a particle onto the free end of the cantilever. For the fundamental resonant frequency, the effective stiffness of the cantilever is
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where w is the width of the cantilever. If a particle is deposited onto the free end of the cantilever [see Fig. 1(b) ], it will add an effective stiffness k eff p and an effective mass m eff p , which can be expressed, respectively, as the relative effective stiffness added
and the relative effective mass added
The resonant frequency of the cantilever with the particle added on the free end is then given by
and the resonant frequency shift is
This equation shows that the frequency shift depends on f 0 , r k , and r m . For conventional cantilevers, r k is usually negligible compared to r m , since the mass-change effect of deposited particles often dominates the stiffness-change effect. 23 Also, r m depends on the location of the particle; it increases as the particle approaches the free end of the cantilever. However, for cantilevers with a gap [see Fig. 1(c) ], one can reasonably imagine r k dominating over r m when a particle is deposited across the gap, provided the stiffness of the bridge formed by the particle is important relative to the stiffness of the cantilever. Here, we assume that the boundary condition of the cantilever remains the same. In the case where r k dominates over r m , we would expect the resonant frequency of cantilevers based on the gap method to increase rather than decrease. By comparing the resonant frequency shifts of cantilevers with a gap with conventional cantilevers, we can determine whether this stiffness-change approach is more sensitive than the conventional masschange approach. Since we are mainly interested in comparing cantilevers with a gap with conventional cantilevers, our analysis here ignores damping, and our subsequent experiments are performed in air, a medium with insignificant damping.
Design
We fabricated cantilevers on silicon-on-insulator chips using the PiezoMUMPs micromachining process 24 (see Fig.  2 ). The cantilevers are 200 lm long and have a mass of 199 ng. The cantilevers have a 3 lm gap between their free end and the particle anchor. This gap size is the smallest recommended size in the process handbook. The particle anchor is a large fixed-fixed beam. The cantilevers have a piezoelectric strip (aluminum nitride sandwiched between gold and doped silicon) at their fixed end and they are suspended above a trench. Applying voltage across the piezoelectric strip (across the gold and the doped silicon on the cantilever) causes the cantilevers to vibrate out of plane.
Particle deposition
Polystyrene microspheres were used for testing instead of bacteria since they are available in a variety of sizes and can be easily deposited onto and removed from silicon surfaces. We chose particles with a diameter of 6 lm, which is slightly larger than the gap size of the cantilever. The particles have an average mass of %120 pg/particle (Polysciences Inc, 07312-5). We deposited the particles onto the surface of the cantilevers by placing a 10 ll droplet of a solution of polystyrene microspheres, diluted with distilled water to a concentration of 10 5 particles/ml, on the surface of the chip and letting the solution evaporate. Evaporation created favorable flow patterns for particle deposition both on the surface of the cantilevers and across the gap. In previous work, we have also showed that particles can be actively collected in the gap using electrokinetics instead of evaporation. 25 We removed the particles from the surface of the cantilevers by slanting the chip and rinsing it vigorously with distilled water for 15 s.
FIG. 1. Model of a plain cantilever (a)
, a cantilever with a particle on its free end (b), and a cantilever with a particle across its free end and a supporting structure (called a particle anchor) that constrains the motion of the particle (c).
FIG. 2.
Isometric drawing of the cantilever with a gap. The cantilever, the particle anchor, and the anchored surfaces are identified. The dimensions are in lm. The underlined dimensions are not to scale. The material layers are color-coded: red is for silicon (doped at surface), blue is for aluminum nitride (piezoelectric material), and yellow is for gold.
RESULTS
Comparison between a conventional cantilever and a cantilever with a gap
We first compared the change in the frequency response of a conventional cantilever with that of a cantilever with a gap in response to particle deposition. In the experiment, we measured the frequency response of both the conventional cantilever and the cantilever with a gap before depositing particles, after depositing them, and after rinsing them off. Both cantilevers have the same geometry, except that the conventional cantilever does not have a particle anchor near its free end, and it has a thin gold electrode that extends along its length in the center-this electrode has a negligible effect on the frequency response of the cantilever and was intended for another experiment. The cantilevers were excited with a periodic chirp signal with an amplitude of 3 V, and the frequency response of a point on the free end of the cantilevers was measured from 50 to 400 kHz with a vibrometer (Polytech MSA-400 Micro System Analyzer). Figure 3 shows the zoomed-in frequency responses (270-310 kHz) of the conventional cantilever and the cantilever with a gap and the corresponding images. Before depositing particles (b and e), each cantilever has a clean surface. The conventional cantilever has a resonant frequency of 294.9 kHz and the cantilever with a gap has a resonant frequency of 289.6 kHz, and the amplitude at resonance for both cantilevers is %10 À8 m. Maps of out-of-plane displacements obtained with the vibrometer confirmed that these resonant frequencies represent the first bending mode of the cantilevers (see Refs. 26 and 27 for similar work). We consistently observed a slightly lower resonant frequency for the cantilever with a gap, which suggests that the thin air gap at the tip of the cantilever increases damping. After depositing particles (c and f), each cantilever has 8 particles scattered on its surface, and the cantilever with a gap has an additional particle across the gap. A zoomed-in image of the gap shows that this particle forms a bridge across the particle anchor and the left corner of the free end of the cantilever. As expected, the resonant frequency of the conventional cantilever drops by 0.9 kHz, since its effective mass of the cantilever has increased. In comparison, the resonant frequency of the cantilever with a gap is no longer observed, and the amplitude has dropped to %10 À11 m over the frequency range shown. The resonant frequency of the cantilever with a gap did not appear either in the zoomed-out (50 to 400 kHz) frequency response (not shown), and the amplitude here remained well below %10 À10 m. This suggests that the deposition of a single particle across the gap increases the effective stiffness of the cantilever so significantly that it increases the resonant frequency of the cantilever above the measured range. It also suggests that the increase in the effective mass from the deposition of 8 other particles is insignificant compared to the increase in effective stiffness from the deposition of the single particle across the gap. Finally, after rinsing the particles off (d and g), all the particles are removed from the cantilevers, and the frequency response of each cantilever returns to its original state.
To see if the gap method produces a repeatable change in the frequency response, we performed the experiment several times and calculated the amplitude ratio obtained with each cantilever. The amplitude ratio, although based on amplitude shift, is related to the resonant frequency shift, and it can be used to measure the changes in frequency response. 26, 28 It is defined as A i ðf i Þ=A f ðf i Þ, where A i is the initial (clean cantilever) amplitude, f i is the initial (clean cantilever) resonant frequency, and A f is the final (cantilever with particles) amplitude. The amplitude ratio represents the change in amplitude at a fixed frequency. For example, in Fig. 3(a) , for the conventional cantilever, f i ¼ 294.9 kHz, A i ðf i Þ ¼ 1.225 Â 10 À8 m, and A f ðf i Þ ¼ 1.645 Â 10 À9 m, which gives an amplitude ratio of 7.5. Figure 4 shows the amplitude ratios obtained for both cantilevers. When the conventional cantilever has 3 particles on it, it has an amplitude ratio of 4.5. In comparison, when the cantilever with a gap has 3 particles on it, it has an amplitude ratio of 1677.8, which is more than two orders of magnitude higher than the corresponding value for the conventional cantilever. Overall, in all the tests, the amplitude ratio of the cantilever with a gap is one to three orders of magnitude higher than that of the conventional cantilever. 
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The amplitude ratio of the conventional cantilever increases as more particles are deposited onto its surface. We expect this, as more particles are deposited onto its surface, the effective mass of the cantilever increases. We note some variability in the trend, which we attribute to variations in the spatial distribution of the particles. When the spatial distribution is biased toward the free end of the cantilever, larger amplitude ratios are expected, and when it is biased toward the fixed end, smaller amplitude ratios are expected.
The amplitude ratio of the cantilever with a gap jumps to a much higher value than the conventional cantilever when the number of deposited particles goes from 0 to 3. As the number of deposited particles further increases, the slope of the cantilever with a gap levels off, especially in comparison to the slope of the conventional cantilever. We think the main reason for this being that the deposition of a single particle across the gap causes the amplitude ratio of the cantilever with a gap to start to saturate. It is established in the literature that cantilever biosensors become less sensitive as the added mass increases. 29 Similarly, we think that the cantilever with a gap becomes less sensitive as the added stiffness from the particles deposited across the gap increases. We also note that in any given test, although there are anywhere between 3 and 34 particles on the surface of the cantilever with a gap, due to the random spatial distribution of the particles, there are only between 1 and 5 particles across the gap itself. Since the change in the frequency response of the cantilever with a gap seems to be more closely related to the number of particles deposited across the gap rather than the total number of particles on the surface of the cantilever, we investigate the amplitude ratio as a function of the number of particles across the gap. Here, as expected, we observed a stronger trend and a sharper slope between the number of deposited particles and the amplitude ratio.
Average frequency response
In the previous experiments, the frequency response of a single point on the free end of the cantilever with a gap was measured from 50 to 400 kHz. To better understand how the frequency response of the cantilever with a gap was being changed by the deposition of particles across the gap, we performed a second experiment. We measured the average frequency response of the entire surface of the cantilever instead of only measuring a single point, and we increased the measured frequency range from 50-400 kHz and from 50-2000 kHz. Figure 5 shows the average frequency response of the cantilever and the corresponding image of the gap for five tests. In the first test (b), there are no particles across the gap and the frequency response of the cantilever is typical. The peak at 289.1 kHz is the first bending mode and the peak at 1264.0 kHz is the second bending mode. Maps of out-ofplane displacements obtained with the vibrometer confirmed the mode shapes. 
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In the next four tests (c to f), there is either one or two particles across the gap. Instead of obtaining a slight decrease in both resonant frequencies, as we would expect with a conventional cantilever, we obtain a host of new low frequency peaks around the original peak of the first bending mode (between 0 and 500 kHz) and a single dominant peak above each of the original peaks of the first and second bending modes. The low frequency peaks are the result of structural coupling between the cantilever and the particle anchor through the particle bound across the gap. The particle anchor is a large fixed-fixed beam with many resonant frequencies in this frequency range.
The dominant peaks above each of the original peaks of the first and second bending modes, with their broad shape and high amplitude, closely resemble the original peaks (especially d, e, and f) and they do not overlap each other between tests. Thus, these peaks can be identified as the first and second bending modes of the cantilever. Using spectrum (e) as a reference, we can make the following observations. The resonant frequency of the first bending mode has increased by 205.6 kHz, which is over two orders of magnitude higher than the 0.9 kHz increase we obtained previously with the conventional cantilever (see Fig. 3 ). The resonant frequency of the second bending mode has increased by 30.9 kHz, which is much lower than the first bending mode. This suggests that the effective stiffness added by the particles is the highest for the first bending mode.
Simulation
To validate our analysis of the gap method, we simulated, using COMSOL Multiphysics, the average frequency response of the cantilever under different loading conditions. We used the same geometry and materials for the cantilever and the particle anchor as we had in our experiments. We modeled the polystyrene particle as a cube (6 lm side length) rigidly attached to surfaces. To excite the cantilever, we applied an electric potential of 3 V across the piezoelectric strip from 1 to 2 MHz with a step size of 2 kHz. We used a step size of 0.05 kHz near the first resonant frequency of the cantilever to account for the sharpness of the peak. We simulated damping with the Rayleigh damping model using the experimental resonant frequencies and quality factors of the first two bending modes of the cantilever as input. We also performed a simulation of the particle anchor without the cantilever to verify that the lower resonant frequencies we observed in Fig. 3 are associated with the particle anchor. To excite the particle anchor, we applied a prescribed positive vertical displacement of 1 nm on the top surface of it. Figure  6 shows the results of our simulation. The average frequency response and the fixed displacement boundary conditions are shown for five different loading conditions.
With no particle on the cantilever (b), the resonant frequency of the first bending mode is 287.7 kHz, and the resonant frequency of the second bending mode is 1538.0 kHz.
where f s is the simulated resonant frequency and f is the experimental resonant frequency, is 0.5% for the first bending mode and 21.7% for the second bending mode. The simulated peak amplitude (%10 À6 m) is higher than the experimental peak amplitude (%10 À8 m). We expected this, since in the simulation, the sinusoidal excitation signal concentrates the energy at a fixed frequency, while in our experiments, the periodic chirp excitation signal distributes the energy over a wide frequency range.
With a particle on the free end of the cantilever (c), the resonant frequencies decrease by 0.7 kHz and 6.0 kHz respectively. The drop in the first resonant frequency is close to the 0.9 kHz drop we obtained experimentally (see Fig. 3 ).
With a particle in the gap with our actual design (d), the resonant frequencies of the particle anchor appear, and the resonant frequencies of the cantilever increase by 353.0 kHz and 144.0 kHz, respectively. The resonant frequency shifts 
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obtained in the simulation are higher than those obtained in our experiments (see Fig. 3 ). We expect this since in the simulation the particle is rigidly connected to surfaces, while in the experiments, the adhesion forces between the particle and the surfaces are certainly weaker than a rigid connection.
In the simulation of the particle anchor without the cantilever (e), we see that many lower resonant frequencies appear, and they roughly align with those seen in (d). This supports our conclusion that the lower resonant frequencies observed in Fig. 3 are associated with the particle anchor and not the cantilever.
Finally, in the simulation of a future design in which the particle anchor is anchored along its length at one end and there is a particle across the gap (f), the lower resonant frequencies of the particle anchor disappear and the resonant frequencies of the cantilever increase by 384.0 kHz and 150.0 kHz, respectively. By anchoring the particle anchor along its length at one end, we increase the resonant frequencies of the particle anchor beyond the frequency range in the simulation. This eliminates interference between the resonant frequencies of the particle anchor and those of the cantilever. We also increase the shift in the resonant frequencies of the cantilever, since less energy can be dissipated through the particle anchor when it is anchored.
CONCLUSION
In conclusion, we have presented a gap method that can greatly increase the sensitivity of dynamic-mode cantilever biosensors. This method seems to rely on the change in effective stiffness of the cantilever instead of the change in its effective mass. When a single polystyrene particle with a diameter of 6 lm forms a bridge across the free end of the cantilever and the particle anchor, it generates a great change in the frequency response of the cantilever. By analyzing the average frequency response of the cantilever, we determined that the particle in the gap greatly increases the resonant frequency of the first bending mode of the cantilever and induces structural coupling between the cantilever and the particle anchor. Simulations showed that the resonant frequencies of the particle anchor, which interfere with the frequency response of the cantilever, can be eliminated by anchoring the particle anchor along its length at one end. The gap method can be easily integrated into micromachined cantilever designs; it simply requires a particle anchor to be placed 3 lm away from the free end of the cantilever. The current limitation of the gap method is that it would not work well for applications requiring the measurement of particles smaller than the gap size. However, there are many applications requiring the measurement of particles larger than the gap size, such as large bacteria and eukaryotic cells. 30 Future work will involve developing an anchored particle anchor design and studying the gap method in water.
